
Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

Tuesday, December 07, 2004

Project Name: Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Project Number: 0440.01CP-0010

Enclosed please find results for samples submitted to our laboratory.  A list of samples and analyses 
follows:

Ecology and Environment, Inc. 

350 Sansome

San Francisco CA  94104

Ste 300

Lab/Cor Report Number: 041174R2

Client Reference:

Howard Edwards

Phone: 415-981-2811

Fax: 415-981-0801

10/7/2004Sample Receipt Date:

Lab/Cor 
Analysis #

Client Sample # and Description Analysis Type and Notes

B4762Batch #:

S1-A1 SRA-R01-100104 ISO 10312, direct

S2-A1 SRA-R01-100204 ISO 10312, direct

S3-A1 SRA-R01-100304 ISO 10312, direct

S4-A1 SRA-R02-100104 ISO 10312, direct

S5-A1 SRA-R02-100204 ISO 10312, direct

S6-A1 SRA-R02-100304 ISO 10312, direct

S7-A1 SRA-R03-100104 ISO 10312, direct

S8-A1 SRA-R03-100204 ISO 10312, direct

S9-A1 SRA-R03-100304 ISO 10312, direct

S10-A1 SRA-R04-100104 ISO 10312, direct

S11-A1 SRA-R04-100204 ISO 10312, direct

S12-A1 SRA-R04-100304 ISO 10312, direct

S13-A1 SRA-R05-100104 ISO 10312, direct

S14-A1 SRA-R05-100204 ISO 10312, direct

S15-A1 SRA-R05-100304 ISO 10312, direct

S16-A1 SRA-R101-100204 ISO 10312, direct

Preparation and analysis of the above samples was conducted in accordance with the 
ISO method 10312 (Direct) for the identification of asbestos. Briefly, the samples were 
collapsed with acetone, then etched in a low temperature plasma etcher to remove the 
top surface of the filter and other organics. The samples were carbon coated at high 
vacuum with a thin layer of carbon, placed on 200 mesh copper grids and allowed to 
dissolve in acetone until cleared of filter debris.

TEM analysis was performed using a transmission electron microscope equipped with 
an EDS X ray analyzer. The air samples were analyzed at various approximate screen 
magnifications of 5,000x for PCM equivalent structures, 10,000x for asbestos structures 
greater than 5.0 micrometer lengths, and 20,000x for asbestos structures greater than 
0.5 micrometer lengths. An accelerating voltage of 100 KV was applied. The sizing of 
grid openings was performed on the microscope at a magnification of approximately 

ISO 10312, 

direct
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Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

This test report relates only to the items tested in this report.  Interpretation of these 
results is the sole responsibility of the client.

If further clarification of these results is needed, please call us.  Thank you for allowing 
the staff at Lab/Cor, Inc. the opportunity to provide you with analytical services.

Disclaimer

Sincerely,

John Harris, M.P.H.
Laboratory Director

550X.

7619 6th Ave NW, Seattle WA  98117 (206) 781-0155 (Office) (206) 789-8424 (Fax)
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S1 A1

SRA-R01-100104

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

5457.94

0.000286

17

385

0.24611/13/2004

KM

0.000856

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.000989 - 0.00451 8  0.00229  Primary Asbestos Structures 32.5

0.000989 - 0.00451 8  0.00229  Total Asbestos Structures 32.5

0.000806 - 0.00413 7  0.00200  Asbestos Structures > 5um 28.4

0.000312 - 0.00293 4  0.00115  Asbestos Fibers and Bundles > 5um 16.2

0.00 - 0.00222 3  0.000859  PCM Equivalent Fibers-US 12.2

0.00 - 0.00222 3  0.000859  PCM Equivalent Structures-US 12.2

0.00 - 0.00136 1  0.000286  PROTOCOL ASB STRUCS 5-10 4.1

0.00 - 0.000856 0  <0.000856  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.00136 1  0.000286  PROTOCOL ASB STRUCS TOTAL 4.1

0.00 - 0.000856 0  <0.000856  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000856 0  <0.000856  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000856 0  <0.000856  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.00136 1  0.000286  PROTOCOL AMPH STRUCS 5-10 4.1

0.00 - 0.000856 0  <0.000856  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.00136 1  0.000286  PROTOCOL AMPH STRUCS TOTAL 4.1

0.000989 - 0.00451 8  0.00229  AHERA-like Total Structures 3:1 32.5

0.000806 - 0.00413 7  0.00200  AHERA-like Asb Strucs >5 and 3:1 28.4

0.000312 - 0.00293 4  0.00115  AHERA-like Asb Strucs 5 - 10 and 3:1 16.2

0.00 - 0.00222 3  0.000859  AHERA-like Asb Strucs >10 and 3:1 12.2

0.00 - 0.000856 0  <0.000856  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000856 0  <0.000856  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000856 0  <0.000856  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000856 0  <0.000856  Other Amphibole Strucs >10 and 3:1 0.0

Page 3 of 34



Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S2 A1

SRA-R01-100204

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6577.89

0.000289

14

385

0.20311/13/2004

KM

0.000863

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00200 - 0.00641 13  0.00375  Primary Asbestos Structures 64.1

0.00242 - 0.00714 15  0.00433  Total Asbestos Structures 73.9

0.00 - 0.00224 3  0.000866  Asbestos Structures > 5um 14.8

0.00 - 0.00182 2  0.000577  Asbestos Fibers and Bundles > 5um 9.9

0.00 - 0.00182 2  0.000577  PCM Equivalent Fibers-US 9.9

0.00 - 0.00137 1  0.000289  PCM Equivalent Structures-US 4.9

0.00 - 0.000863 0  <0.000863  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000863 0  <0.000863  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00200 - 0.00641 13  0.00375  AHERA-like Total Structures 3:1 64.1

0.00 - 0.00224 3  0.000866  AHERA-like Asb Strucs >5 and 3:1 14.8

0.00 - 0.000863 0  <0.000863  AHERA-like Asb Strucs 5 - 10 and 3:1 0.0

0.00 - 0.00224 3  0.000866  AHERA-like Asb Strucs >10 and 3:1 14.8

0.00 - 0.000863 0  <0.000863  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000863 0  <0.000863  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000863 0  <0.000863  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000863 0  <0.000863  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S3 A1

SRA-R01-100304

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6339.84

0.000299

14

385

0.20311/13/2004

KM

0.000895

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.000659 - 0.00391 6  0.00180  Primary Asbestos Structures 29.6

0.000659 - 0.00391 6  0.00180  Total Asbestos Structures 29.6

0.00 - 0.000895 0  <0.000895  Asbestos Structures > 5um 0.0

0.00 - 0.000895 0  <0.000895  Asbestos Fibers and Bundles > 5um 0.0

0.00 - 0.000895 0  <0.000895  PCM Equivalent Fibers-US 0.0

0.00 - 0.000895 0  <0.000895  PCM Equivalent Structures-US 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000895 0  <0.000895  PROTOCOL AMPH STRUCS TOTAL 0.0

0.000659 - 0.00391 6  0.00180  AHERA-like Total Structures 3:1 29.6

0.00 - 0.000895 0  <0.000895  AHERA-like Asb Strucs >5 and 3:1 0.0

0.00 - 0.000895 0  <0.000895  AHERA-like Asb Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000895 0  <0.000895  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000895 0  <0.000895  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000895 0  <0.000895  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000895 0  <0.000895  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000895 0  <0.000895  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S4 A1

SRA-R02-100104

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

5871.9

0.000283

16

385

0.23211/13/2004

KM

0.000846

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00196 - 0.00629 13  0.00368  Primary Asbestos Structures 56.1

0.00196 - 0.00629 13  0.00368  Total Asbestos Structures 56.1

0.000796 - 0.00408 7  0.00198  Asbestos Structures > 5um 30.2

0.000796 - 0.00408 7  0.00198  Asbestos Fibers and Bundles > 5um 30.2

0.000796 - 0.00408 7  0.00198  PCM Equivalent Fibers-US 30.2

0.000796 - 0.00408 7  0.00198  PCM Equivalent Structures-US 30.2

0.00 - 0.000846 0  <0.000846  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000846 0  <0.000846  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00196 - 0.00629 13  0.00368  AHERA-like Total Structures 3:1 56.1

0.000796 - 0.00408 7  0.00198  AHERA-like Asb Strucs >5 and 3:1 30.2

0.000459 - 0.00330 5  0.00141  AHERA-like Asb Strucs 5 - 10 and 3:1 21.6

0.00 - 0.00178 2  0.000566  AHERA-like Asb Strucs >10 and 3:1 8.6

0.00 - 0.000846 0  <0.000846  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000846 0  <0.000846  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000846 0  <0.000846  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000846 0  <0.000846  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S5 A1

SRA-R02-100204

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6661.15

0.000285

14

385

0.20311/14/2004

TM

0.000852

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00117 - 0.00487 9  0.00256  Primary Asbestos Structures 44.4

0.00117 - 0.00487 9  0.00256  Total Asbestos Structures 44.4

0.00 - 0.00221 3  0.000855  Asbestos Structures > 5um 14.8

0.00 - 0.00221 3  0.000855  Asbestos Fibers and Bundles > 5um 14.8

0.00 - 0.00221 3  0.000855  PCM Equivalent Fibers-US 14.8

0.00 - 0.00179 2  0.000570  PCM Equivalent Structures-US 9.9

0.00 - 0.000852 0  <0.000852  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000852 0  <0.000852  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00117 - 0.00487 9  0.00256  AHERA-like Total Structures 3:1 44.4

0.00 - 0.00221 3  0.000855  AHERA-like Asb Strucs >5 and 3:1 14.8

0.00 - 0.00135 1  0.000285  AHERA-like Asb Strucs 5 - 10 and 3:1 4.9

0.00 - 0.00179 2  0.000570  AHERA-like Asb Strucs >10 and 3:1 9.9

0.00 - 0.000852 0  <0.000852  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000852 0  <0.000852  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000852 0  <0.000852  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000852 0  <0.000852  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S6 A1

SRA-R02-100304

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6350.89

0.000299

14

385

0.20311/14/2004

TM

0.000894

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00 - 0.00232 3  0.000897  Primary Asbestos Structures 14.8

0.00 - 0.00232 3  0.000897  Total Asbestos Structures 14.8

0.00 - 0.00142 1  0.000299  Asbestos Structures > 5um 4.9

0.00 - 0.000894 0  <0.000894  Asbestos Fibers and Bundles > 5um 0.0

0.00 - 0.000894 0  <0.000894  PCM Equivalent Fibers-US 0.0

0.00 - 0.000894 0  <0.000894  PCM Equivalent Structures-US 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000894 0  <0.000894  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00 - 0.00232 3  0.000897  AHERA-like Total Structures 3:1 14.8

0.00 - 0.00142 1  0.000299  AHERA-like Asb Strucs >5 and 3:1 4.9

0.00 - 0.00142 1  0.000299  AHERA-like Asb Strucs 5 - 10 and 3:1 4.9

0.00 - 0.000894 0  <0.000894  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000894 0  <0.000894  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000894 0  <0.000894  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000894 0  <0.000894  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000894 0  <0.000894  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S7 A1

SRA-R03-100104

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

5485.48

0.000269

18

385

0.26111/14/2004

JH

0.000805

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.000757 - 0.00388 7  0.00188  Primary Asbestos Structures 26.8

0.000757 - 0.00388 7  0.00188  Total Asbestos Structures 26.8

0.00 - 0.00128 1  0.000269  Asbestos Structures > 5um 3.8

0.00 - 0.00128 1  0.000269  Asbestos Fibers and Bundles > 5um 3.8

0.00 - 0.00128 1  0.000269  PCM Equivalent Fibers-US 3.8

0.00 - 0.00128 1  0.000269  PCM Equivalent Structures-US 3.8

0.00 - 0.000805 0  <0.000805  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000805 0  <0.000805  PROTOCOL AMPH STRUCS TOTAL 0.0

0.000757 - 0.00388 7  0.00188  AHERA-like Total Structures 3:1 26.8

0.00 - 0.00128 1  0.000269  AHERA-like Asb Strucs >5 and 3:1 3.8

0.00 - 0.00128 1  0.000269  AHERA-like Asb Strucs 5 - 10 and 3:1 3.8

0.00 - 0.000805 0  <0.000805  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000805 0  <0.000805  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000805 0  <0.000805  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000805 0  <0.000805  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000805 0  <0.000805  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S8 A1

SRA-R03-100204

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6173.19

0.000287

15

385

0.21711/15/2004

KM

0.000858

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.000313 - 0.00294 4  0.00115  Primary Asbestos Structures 18.4

0.000313 - 0.00294 4  0.00115  Total Asbestos Structures 18.4

0.00 - 0.00181 2  0.000574  Asbestos Structures > 5um 9.2

0.00 - 0.00181 2  0.000574  Asbestos Fibers and Bundles > 5um 9.2

0.00 - 0.00136 1  0.000287  PCM Equivalent Fibers-US 4.6

0.00 - 0.00136 1  0.000287  PCM Equivalent Structures-US 4.6

0.00 - 0.00136 1  0.000287  PROTOCOL ASB STRUCS 5-10 4.6

0.00 - 0.000858 0  <0.000858  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.00136 1  0.000287  PROTOCOL ASB STRUCS TOTAL 4.6

0.00 - 0.000858 0  <0.000858  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000858 0  <0.000858  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000858 0  <0.000858  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.00136 1  0.000287  PROTOCOL AMPH STRUCS 5-10 4.6

0.00 - 0.000858 0  <0.000858  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.00136 1  0.000287  PROTOCOL AMPH STRUCS TOTAL 4.6

0.000313 - 0.00294 4  0.00115  AHERA-like Total Structures 3:1 18.4

0.00 - 0.00181 2  0.000574  AHERA-like Asb Strucs >5 and 3:1 9.2

0.00 - 0.00136 1  0.000287  AHERA-like Asb Strucs 5 - 10 and 3:1 4.6

0.00 - 0.00136 1  0.000287  AHERA-like Asb Strucs >10 and 3:1 4.6

0.00 - 0.000858 0  <0.000858  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000858 0  <0.000858  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000858 0  <0.000858  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000858 0  <0.000858  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S9 A1

SRA-R03-100304

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6305.74

0.000281

15

385

0.21711/15/2004

KM

0.000840

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00 - 0.00133 1  0.000281  Primary Asbestos Structures 4.6

0.00 - 0.00133 1  0.000281  Total Asbestos Structures 4.6

0.00 - 0.000840 0  <0.000840  Asbestos Structures > 5um 0.0

0.00 - 0.000840 0  <0.000840  Asbestos Fibers and Bundles > 5um 0.0

0.00 - 0.000840 0  <0.000840  PCM Equivalent Fibers-US 0.0

0.00 - 0.000840 0  <0.000840  PCM Equivalent Structures-US 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000840 0  <0.000840  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00 - 0.00133 1  0.000281  AHERA-like Total Structures 3:1 4.6

0.00 - 0.000840 0  <0.000840  AHERA-like Asb Strucs >5 and 3:1 0.0

0.00 - 0.000840 0  <0.000840  AHERA-like Asb Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000840 0  <0.000840  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000840 0  <0.000840  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000840 0  <0.000840  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000840 0  <0.000840  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000840 0  <0.000840  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S10 A1

SRA-R04-100104

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

4824

0.000290

19

385

0.27511/13/2004

JH

0.000867

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00201 - 0.00644 13  0.00377  Primary Asbestos Structures 47.2

0.00201 - 0.00644 13  0.00377  Total Asbestos Structures 47.2

0.000316 - 0.00297 4  0.00116  Asbestos Structures > 5um 14.5

0.000316 - 0.00297 4  0.00116  Asbestos Fibers and Bundles > 5um 14.5

0.000316 - 0.00297 4  0.00116  PCM Equivalent Fibers-US 14.5

0.00 - 0.00225 3  0.000870  PCM Equivalent Structures-US 10.9

0.00 - 0.000867 0  <0.000867  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000867 0  <0.000867  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00201 - 0.00644 13  0.00377  AHERA-like Total Structures 3:1 47.2

0.000316 - 0.00297 4  0.00116  AHERA-like Asb Strucs >5 and 3:1 14.5

0.000316 - 0.00297 4  0.00116  AHERA-like Asb Strucs 5 - 10 and 3:1 14.5

0.00 - 0.000867 0  <0.000867  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000867 0  <0.000867  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000867 0  <0.000867  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000867 0  <0.000867  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000867 0  <0.000867  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S11 A1

SRA-R04-100204

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6074.18

0.000292

15

385

0.21711/13/2004

JH

0.000872

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.000821 - 0.00421 7  0.00204  Primary Asbestos Structures 32.2

0.00140 - 0.00536 10  0.00292  Total Asbestos Structures 46.0

0.000318 - 0.00299 4  0.00117  Asbestos Structures > 5um 18.4

0.00 - 0.00226 3  0.000875  Asbestos Fibers and Bundles > 5um 13.8

0.00 - 0.00226 3  0.000875  PCM Equivalent Fibers-US 13.8

0.00 - 0.00184 2  0.000583  PCM Equivalent Structures-US 9.2

0.00 - 0.00184 2  0.000583  PROTOCOL ASB STRUCS 5-10 9.2

0.00 - 0.000872 0  <0.000872  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.00184 2  0.000583  PROTOCOL ASB STRUCS TOTAL 9.2

0.00 - 0.000872 0  <0.000872  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000872 0  <0.000872  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000872 0  <0.000872  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.00184 2  0.000583  PROTOCOL AMPH STRUCS 5-10 9.2

0.00 - 0.000872 0  <0.000872  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.00184 2  0.000583  PROTOCOL AMPH STRUCS TOTAL 9.2

0.000821 - 0.00421 7  0.00204  AHERA-like Total Structures 3:1 32.2

0.000318 - 0.00299 4  0.00117  AHERA-like Asb Strucs >5 and 3:1 18.4

0.000318 - 0.00299 4  0.00117  AHERA-like Asb Strucs 5 - 10 and 3:1 18.4

0.00 - 0.000872 0  <0.000872  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000872 0  <0.000872  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000872 0  <0.000872  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000872 0  <0.000872  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000872 0  <0.000872  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S12 A1

SRA-R04-100304

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

5687.88

0.000292

16

385

0.23211/13/2004

JH

0.000873

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00101 - 0.00460 8  0.00234  Primary Asbestos Structures 34.5

0.00101 - 0.00460 8  0.00234  Total Asbestos Structures 34.5

0.00 - 0.00226 3  0.000876  Asbestos Structures > 5um 12.9

0.00 - 0.00226 3  0.000876  Asbestos Fibers and Bundles > 5um 12.9

0.00 - 0.00184 2  0.000584  PCM Equivalent Fibers-US 8.6

0.00 - 0.00184 2  0.000584  PCM Equivalent Structures-US 8.6

0.00 - 0.00138 1  0.000292  PROTOCOL ASB STRUCS 5-10 4.3

0.00 - 0.000873 0  <0.000873  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.00138 1  0.000292  PROTOCOL ASB STRUCS TOTAL 4.3

0.00 - 0.000873 0  <0.000873  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000873 0  <0.000873  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000873 0  <0.000873  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.00138 1  0.000292  PROTOCOL AMPH STRUCS 5-10 4.3

0.00 - 0.000873 0  <0.000873  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.00138 1  0.000292  PROTOCOL AMPH STRUCS TOTAL 4.3

0.00101 - 0.00460 8  0.00234  AHERA-like Total Structures 3:1 34.5

0.00 - 0.00226 3  0.000876  AHERA-like Asb Strucs >5 and 3:1 12.9

0.00 - 0.00138 1  0.000292  AHERA-like Asb Strucs 5 - 10 and 3:1 4.3

0.00 - 0.00184 2  0.000584  AHERA-like Asb Strucs >10 and 3:1 8.6

0.00 - 0.000873 0  <0.000873  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000873 0  <0.000873  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000873 0  <0.000873  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000873 0  <0.000873  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S13 A1

SRA-R05-100104

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

5863.36

0.000283

16

385

0.23211/13/2004

JH

0.000847

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.000309 - 0.00290 4  0.00113  Primary Asbestos Structures 17.3

0.000309 - 0.00290 4  0.00113  Total Asbestos Structures 17.3

0.000309 - 0.00290 4  0.00113  Asbestos Structures > 5um 17.3

0.000309 - 0.00290 4  0.00113  Asbestos Fibers and Bundles > 5um 17.3

0.000309 - 0.00290 4  0.00113  PCM Equivalent Fibers-US 17.3

0.000309 - 0.00290 4  0.00113  PCM Equivalent Structures-US 17.3

0.00 - 0.000847 0  <0.000847  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000847 0  <0.000847  PROTOCOL AMPH STRUCS TOTAL 0.0

0.000309 - 0.00290 4  0.00113  AHERA-like Total Structures 3:1 17.3

0.000309 - 0.00290 4  0.00113  AHERA-like Asb Strucs >5 and 3:1 17.3

0.00 - 0.00178 2  0.000566  AHERA-like Asb Strucs 5 - 10 and 3:1 8.6

0.00 - 0.00178 2  0.000566  AHERA-like Asb Strucs >10 and 3:1 8.6

0.00 - 0.000847 0  <0.000847  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000847 0  <0.000847  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000847 0  <0.000847  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000847 0  <0.000847  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S14 A1

SRA-R05-100204

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6083.62

0.000291

15

385

0.21711/14/2004

JH

0.000871

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00101 - 0.00459 8  0.00233  Primary Asbestos Structures 36.8

0.00101 - 0.00459 8  0.00233  Total Asbestos Structures 36.8

0.000317 - 0.00298 4  0.00116  Asbestos Structures > 5um 18.4

0.00 - 0.00183 2  0.000582  Asbestos Fibers and Bundles > 5um 9.2

0.00 - 0.00226 3  0.000873  PCM Equivalent Fibers-US 13.8

0.00 - 0.00183 2  0.000582  PCM Equivalent Structures-US 9.2

0.00 - 0.000871 0  <0.000871  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000871 0  <0.000871  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00101 - 0.00459 8  0.00233  AHERA-like Total Structures 3:1 36.8

0.000317 - 0.00298 4  0.00116  AHERA-like Asb Strucs >5 and 3:1 18.4

0.000317 - 0.00298 4  0.00116  AHERA-like Asb Strucs 5 - 10 and 3:1 18.4

0.00 - 0.000871 0  <0.000871  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000871 0  <0.000871  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000871 0  <0.000871  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000871 0  <0.000871  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000871 0  <0.000871  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S15 A1

SRA-R05-100304

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6369.3

0.000298

14

385

0.20311/14/2004

JH

0.000891

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00 - 0.00231 3  0.000894  Primary Asbestos Structures 14.8

0.00 - 0.00231 3  0.000894  Total Asbestos Structures 14.8

0.00 - 0.000891 0  <0.000891  Asbestos Structures > 5um 0.0

0.00 - 0.000891 0  <0.000891  Asbestos Fibers and Bundles > 5um 0.0

0.00 - 0.000891 0  <0.000891  PCM Equivalent Fibers-US 0.0

0.00 - 0.000891 0  <0.000891  PCM Equivalent Structures-US 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL ASB STRUCS 5-10 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL ASB STRUCS TOTAL 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL CHRYS STRUCS 5-10 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL CHRYS STRUCS TOTAL 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000891 0  <0.000891  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00 - 0.00231 3  0.000894  AHERA-like Total Structures 3:1 14.8

0.00 - 0.000891 0  <0.000891  AHERA-like Asb Strucs >5 and 3:1 0.0

0.00 - 0.000891 0  <0.000891  AHERA-like Asb Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000891 0  <0.000891  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000891 0  <0.000891  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000891 0  <0.000891  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000891 0  <0.000891  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000891 0  <0.000891  Other Amphibole Strucs >10 and 3:1 0.0
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Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

ANALYSIS DETAIL

B4762 S16 A1

SRA-R101-100204

Lab/Cor Sample No.

Client Sample No.

Description

No. of Grid Openings

Filter Area (mm2)

Area Analyzed (mm2)Analysis Date

Analyst

6655.05

0.000285

14

385

0.20311/14/2004

JH

0.000853

Struc.
Count

Structure
Type

Volume (L)

Analytical Sens. (struc/cc)

Dectection Limit. (struc/cc)

Concen-
tration

(struc/cc)

95% Confidence
Interval

(struc/cc)

Filter 
Density 
(s/mm2)

0.00 - 0.00221 3  0.000856  Primary Asbestos Structures 14.8

0.00 - 0.00221 3  0.000856  Total Asbestos Structures 14.8

0.00 - 0.00135 1  0.000285  Asbestos Structures > 5um 4.9

0.00 - 0.00135 1  0.000285  Asbestos Fibers and Bundles > 5um 4.9

0.00 - 0.000853 0  <0.000853  PCM Equivalent Fibers-US 0.0

0.00 - 0.000853 0  <0.000853  PCM Equivalent Structures-US 0.0

0.00 - 0.00135 1  0.000285  PROTOCOL ASB STRUCS 5-10 4.9

0.00 - 0.000853 0  <0.000853  PROTOCOL ASB STRUCS >10 0.0

0.00 - 0.00135 1  0.000285  PROTOCOL ASB STRUCS TOTAL 4.9

0.00 - 0.00135 1  0.000285  PROTOCOL CHRYS STRUCS 5-10 4.9

0.00 - 0.000853 0  <0.000853  PROTOCOL CHRYS STRUCS >10 0.0

0.00 - 0.00135 1  0.000285  PROTOCOL CHRYS STRUCS TOTAL 4.9

0.00 - 0.000853 0  <0.000853  PROTOCOL AMPH STRUCS 5-10 0.0

0.00 - 0.000853 0  <0.000853  PROTOCOL AMPH STRUCS >10 0.0

0.00 - 0.000853 0  <0.000853  PROTOCOL AMPH STRUCS TOTAL 0.0

0.00 - 0.00221 3  0.000856  AHERA-like Total Structures 3:1 14.8

0.00 - 0.00135 1  0.000285  AHERA-like Asb Strucs >5 and 3:1 4.9

0.00 - 0.00135 1  0.000285  AHERA-like Asb Strucs 5 - 10 and 3:1 4.9

0.00 - 0.000853 0  <0.000853  AHERA-like Asb Strucs >10 and 3:1 0.0

0.00 - 0.000853 0  <0.000853  Total Other Amphibole Strucs 3:1 0.0

0.00 - 0.000853 0  <0.000853  Other Amphibole Strucs >5 and 3:1 0.0

0.00 - 0.000853 0  <0.000853  Other Amphibole Strucs 5 - 10 and 3:1 0.0

0.00 - 0.000853 0  <0.000853  Other Amphibole Strucs >10 and 3:1 0.0

Page 18 of 34



TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S1 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R01-100104

Descripiton:

Count Categories

A 1 B42 1ADQ MD1-0 5.5 3.8 1.4 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Actinolite 

A 1 B42 1ADQ MF 1.5 0.25 6.0 Mg, Al, Si, Ca, Fe Actinolite 

A 2 B12 2 2AQ F 16 2.5 6.4 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 3 C12 3ADQ MD1-1 10 5 2.0 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Actinolite 

A 3 C12 3ADQ MF 8 0.22 36 AFB>5, PSAS 5-10, PSAS 
TOT, PSAM 5-10, PSAM TOT

Mg, Al, Si, Ca, Fe Actinolite 

A 4 B14 4 4ADQ F 12 1.8 6.7 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 4 B14 5 5AQ F 9.3 1.8 5.2 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 4 B14 6 6AQ F 4.5 0.7 6.4 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 5 C4 NSD   

A 6 C34 NSD   

A 7 A31 NSD   

A 8 A1 7AQ MD1-0 14 8 1.8 AS>5, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

 Actinolite 

A 8 A1 7AQ MF 4 1 4.0 Mg, Al, Si, Ca, Fe Actinolite 

A 9 D21 NSD   

B 10 B33 NSD   

B 11 B3 8AZQ MD1-0 8 4 2.0 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Actinolite 

B 11 B3 8AZQ MF 2.5 0.8 3.1 5475 15353 Mg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 3 -1 4 ] - KM

B 12 C23 NSD   

B 13 B21 NSD   

B 14 C1 NSD   

B 15 C31 NSD   

B 16 A21 NSD   

B 17 A1 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S2 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R01-100204

Descripiton:

Count Categories

A 1 B22 NSD   

A 2 C2 1 1ADQ F 12 1.4 8.6 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 3 C32 2 2AZQ F 1.9 0.6 3.2 5476 15354 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 3 -1 0 ] - KM

A 4 A41 3CD MD1-0 2 0.4 5.0 TAS_AHRA Chrysotile tilts into grid bar

A 4 A41 3CD MF 0.8 0.1 8.0 Mg, Si Chrysotile 

A 4 A41 4 4ADQ F 3 0.22 14 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 5 A21 5AZQ MD1-1 16 10 1.6 5478 15355 AS>5, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Tremolite 
Zone Axis [ 3 -1 2 ] - KM

A 5 A21 5AZQ MF 8 1.2 6.7 AFB>5, PCMEF-USMg, Al, Si, Ca, Fe Tremolite 

A 6 D11 6 6ADQ F 2.8 0.4 7.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 7 D41 7CDQ MD1-0 4 1.2 3.3 TAS_AHRA Chrysotile 

A 7 D41 7CDQ MF 1.2 0.08 15 5479 15356 Mg, Si Chrysotile Verified -KM

B 8 B34 NSD   

B 9 B14 NSD   

B 10 C4 8CMQ MD3-0 2 1 2.0 TAS_AHRA Chrysotile 

B 10 C4 8CMQ MF 1.2 0.1 12  Chrysotile 

B 10 C4 9CMQ MF 1 0.1 10  Chrysotile 

B 10 C4 10CMQ MF 0.8 0.1 8.0  Chrysotile 

B 11 C24 NSD   

B 12 D1 9 11AQ F 3 0.5 6.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 13 D21 10AQ MD1-0 4.5 3.5 1.3 TAS_AHRA Actinolite 

B 13 D21 12AQ MF 1.3 0.35 3.7 Mg, Al, Si, Ca, Fe Actinolite 

B 13 D21 11AQ MD1-0 13 6 2.2 AS>5, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

 Actinolite 

B 13 D21 13AQ MF 3 0.2 15 Mg, Al, Si, Ca, Fe Actinolite 

B 13 D21 12 14AQ F 3.5 0.38 9.2 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 14 D41 13 15AQ F 2 0.4 5.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S3 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R01-100304

Descripiton:

Count Categories

A 1 B44 NSD   

A 2 B4 NSD   

A 3 C24 NSD   

A 4 B42 1 1AZQ F 3 0.38 7.9 5481 15358 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 5 3 2 ] - KM

A 5 B12 NSD   

A 6 C12 2 2ADQ F 3 0.7 4.3 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 6 C12 3 3AQ F 1.5 0.5 3.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 7 C42 4 4AQ F 2 0.2 10 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 7 C42 5CDQ MD1-0 3 1.5 2.0 TAS_AHRA Chrysotile 

A 7 C42 5CDQ MF 1.8 0.1 18 5482 15359 Mg, Si Chrysotile Verified - 
KM

B 8 B41 NSD   

B 9 B11 NSD   

B 10 C11 6CD MD1-0 3.8 1.8 2.1 TAS_AHRA Chrysotile 

B 10 C11 6CD MF 3.8 0.08 48  Chrysotile 

B 11 C41 NSD   

B 12 A1 NSD   

B 13 D11 NSD   

B 14 D31 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S4 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R02-100104

Descripiton:

Count Categories

A 1 B32 NSD   

A 2 B12 1 1AQ F 13 2 6.5 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 2 B12 2 2AQ F 6 2 3.0 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 2 B12 3 3AQ F 5.5 1 5.5 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 3 C2 4 4AQ F 13 1.5 8.7 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 4 C22 5 5AZQ F 5 1.6 3.1 5484 15361 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 4 1 2 ] - KM

A 5 A41 6 6AQ F 4.5 0.9 5.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 5 A41 7 7AQ F 6.8 1.8 3.8 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 6 A21 8 8CDQ F 1.6 0.18 8.9 5485 15362 TAS_AHRAMg, Si Chrysotile Verified - 
KM

A 7 A1 9CD MD1-0 1.8 1.2 1.5 TAS_AHRA Chrysotile 

A 7 A1 9CD MF 1.6 0.08 20 Mg, Si Chrysotile 

A 8 D11 10 10AQ F 4.5 1 4.5 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 9 B44 NSD   

B 10 B24 NSD   

B 11 B4 NSD   

B 12 C14 11 11AQ F 6.75 1.5 4.5 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 13 C34 12 12AQ B 9.75 1.45 6.7 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 14 C43 NSD   

B 15 C23 13 13CDQ B 2.5 0.3 8.3 TAS_AHRAMg, Al, Fe Chrysotile 

B 16 C3 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S5 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R02-100204

Descripiton:

Count Categories

A 1 B44 NSD   

A 2 B24 NSD   

A 3 B4 NSD   

A 4 C14 1 1CDQ F 2.3 0.05 46 5486 15363 TAS_AHRAMg, Si Chrysotile Verified - 
KM

A 4 C14 2 2CD F 3.1 0.05 62 TAS_AHRA Chrysotile 

A 4 C14 3AZQ MD1-1 16 6 2.7 AS>5, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

 Actinolite 

A 4 C14 3AZQ MF 16 2.25 7.1 5487 15364 AFB>5, PCMEF-USMg, Si, Ca, Fe Actinolite 
Zone Axis [ 7 -1 0 ] - KM

A 4 C14 4 4CD B 1.6 0.15 11 TAS_AHRA Chrysotile 

A 5 C34 NSD   

A 6 C43 NSD   

A 7 C23 5 5CDQ B 14 0.75 19 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Si, Fe Chrysotile 

B 8 B44 NSD   

B 9 B24 6 6AQ F 2 0.5 4.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 10 B4 NSD   

B 11 C14 7 7AQ F 0.55 0.15 3.7 TAS_AHRAMg, Si, Ca, Fe Actinolite 

B 12 C34 NSD   

B 13 C43 8 8AQ F 6.75 1.4 4.8 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Si, Ca, Fe Actinolite 

B 14 C23 9CDQ MD1-0 4.25 2 2.1 TAS_AHRA Chrysotile 

B 14 C23 9CDQ MB 4.25 0.75 5.7 Mg, Si, Fe Chrysotile 
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S6 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R02-100304

Descripiton:

Count Categories

A 1 B44 NSD   

A 2 B24 1CDQ MD1-0 7 4 1.8 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Chrysotile 

A 2 B24 1CDQ MF 2.4 0.1 24 5488 15365 Mg, Si, Ca Chrysotile 
Verified - KM

A 3 B4 NSD   

A 4 C14 2 2AZQ F 1.35 0.25 5.4 5490 15367 TAS_AHRAMg, Si, Ca, Fe Actinolite 
Zone Axis [ 3 -1 0 ] - KM

A 5 C34 NSD   

A 6 C43 NSD   

A 7 C23 NSD   

B 8 B41 NSD   

B 9 B11 NSD   

B 10 C11 NSD   

B 11 C41 NSD   

B 12 A31 NSD   

B 13 D11 3 3ADQ F 3.8 0.8 4.8 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 14 A11 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S7 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R03-100104

Descripiton:

Count Categories

A 1 A22 NSD   

A 2 A30 NSD   

A 3 B10 NSD   

A 4 B13 NSD   

A 5 C13 NSD   

A 6 C41 NSD   

A 7 D31 NSD   

A 8 D12 1 1AQ F 9 0.8 11 753 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 
too dense for diffraction

A 9 A1 NSD   

B 10 A20 NSD   

B 11 B21 2 2AZQ F 1.2 0.3 4.0 1025 754 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 3 1 0 ] - KM

B 11 B21 3 3AQ F 2.5 0.5 5.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 12 C1 NSD   

B 13 C32 NSD   

B 14 C40 4 4AQ F 3.5 0.5 7.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 14 C40 5 5AQ F 4.9 0.55 8.9 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 15 D21 6 6AQ F 1.7 0.4 4.2 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 16 D13 7 7AQ F 2.8 0.9 3.1 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 17 D1 NSD   

B 18 A3 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S8 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R03-100204

Descripiton:

Count Categories

A 1 B43 NSD   

A 2 B13 NSD   

A 3 C13 1 1ADQ F 2.7 0.38 7.1 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 4 B21 NSD   

A 5 B1 NSD   

A 6 C11 2 2AZQ F 3.2 0.5 6.4 5492 15369 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 1 -1 1 ] - KM

A 7 A31 3 3ADQ F 5.1 0.38 13 AS>5, AFB>5, PCMEF-US, 
PCMES-US, PSAS 5-10, 
PSAS TOT, PSAM 5-10, 
PSAM TOT, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 8 A11 NSD   

B 9 B34 NSD   

B 10 B14 NSD   

B 11 C4 NSD   

B 12 C24 NSD   

B 13 C1 4 4AQ F 20 4 5.0 AS>5, AFB>5, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 14 C21 NSD   

B 15 C41 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S9 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R03-100304

Descripiton:

Count Categories

A 1 B43 NSD   

A 2 B23 NSD   

A 3 B3 NSD   

A 4 C13 NSD   

A 5 A41 NSD   

A 6 A21 NSD   

A 7 A1 NSD   

A 8 D30 NSD   

B 9 B41 1AZQ MD1-0 3 0.8 3.8 TAS_AHRA Actinolite 

B 9 B41 1AZQ MF 3 0.35 8.6 5493 15370 Mg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 2 0 1 ] - KM

B 9 B41 NSD   

B 10 B21 NSD   

B 11 B1 NSD   

B 12 C11 NSD   

B 13 A41 NSD   

B 14 A21 NSD   

B 15 A1 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S10 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R04-100104

Descripiton:

Count Categories

A 1 A12 1 1AZQ F 3.8 0.3 13 1015 744 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 3 1 8 ] - KM

A 2 B22 2 2AQ F 3.5 1 3.5 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 3 B10 3 3AQ F 7.5 1 7.5 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 3 B10 4AQ MD1-0 4 1.8 2.2 TAS_AHRA Actinolite 

A 3 B10 4AQ MF 4 0.45 8.9 Mg, Al, Si, Ca, Fe Actinolite 

A 3 B10 5 5AQ F 4.5 1.2 3.7 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 4 A30 NSD   

A 5 D2 6 6AQ F 7.5 1.8 4.2 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 6 D31 7 7AQ F 2.5 0.7 3.6 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 7 D23 8 8AQ F 4 1.1 3.6 TAS_AHRA Actinolite 

A 8 C10 9AQ MD1-1 7.5 4 1.9 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Actinolite 

A 8 C10 9AQ MF 7.5 0.7 11 AFB>5, PCMEF-USMg, Al, Si, Ca, Fe Actinolite 
Ferrianactinolite

A 8 C10 10 10AQ F 2.4 0.6 4.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 9 C41 11 11AQ F 5 1 5.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Ferrianactinolite

A 10 C22 NSD   

A 11 C14 NSD   

B 12 A30 NSD   

B 13 A11 NSD   

B 14 D21 NSD   

B 15 C40 12 12AQ F 3.7 0.5 7.4 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 16 C11 NSD   

B 17 C24 13 13AQ F 9 0.8 11 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 18 B1 NSD   

B 19 B20 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S11 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R04-100204

Descripiton:

Count Categories

A 1 A32 NSD   

A 2 B20 1 1AZQ F 5.2 1.2 4.3 1016 15508 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 1 5 0 ] - KM

A 3 C3 2CD MD4-0 5.8 4 1.5 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Chrysotile 

A 3 C3 2CD MF 4 0.08 50 1017  Chrysotile tilts into grid bar - 
Verified - KM

A 3 C3 3CD MF 3.9 0.08 49  Chrysotile 

A 3 C3 4CM MF 3 0.06 50  Chrysotile 

A 3 C3 5CD MF 2.3 0.2 12  Chrysotile 

A 3 C3 3 6AQ F 2.4 0.3 8.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 4 C31 NSD   

A 5 C10 4 7AQ F 4 0.5 8.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 6 D21 5 8AQ F 4 0.25 16 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

A 7 D3 NSD   

A 8 A11 NSD   

B 9 A2 NSD   

B 10 A30 6AQ MD1-1 5.1 2.3 2.2 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Actinolite 

B 10 A30 9AQ MF 5.1 0.25 20 AFB>5, PCMEF-US, PSAS 5-
10, PSAS TOT, PSAM 5-10, 
PSAM TOT

Mg, Al, Si, Ca, Fe Actinolite 

B 11 B23 NSD   

B 12 C2 7 10AQ F 8 0.5 16 AS>5, AFB>5, PCMEF-US, 
PCMES-US, PSAS 5-10, 
PSAS TOT, PSAM 5-10, 
PSAM TOT, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Actinolite 

B 13 C31 NSD   

B 14 D21 NSD   

B 15 D1 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S12 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R04-100304

Descripiton:

Count Categories

A 1 A22 1 1AZQ F 6 0.35 17 1018 246 AS>5, AFB>5, PCMEF-US, 
PCMES-US, PSAS 5-10, 
PSAS TOT, PSAM 5-10, 
PSAM TOT, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 7 1 6 ] - KM

A 2 A30 NSD   

A 3 B22 2 2AQ F 25 5 5.0 AS>5, AFB>5, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 4 C11 NSD   

A 5 C40 NSD   

A 6 D32 NSD   

A 7 D10 NSD   

A 8 A1 NSD   

B 9 A30 3 3AQ F 2.4 0.3 8.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 9 A30 4 4AQ F 2.8 0.7 4.0 TAS_AHRA Actinolite 

B 10 B22 NSD   

B 11 B2 NSD   

B 12 C31 5 5AQ F 4.2 0.5 8.4 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 12 C31 6 6AQ F 2.7 0.55 4.9 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 13 C23 7 7AQ F 2.5 0.5 5.0 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 14 D10 8 8AQ F 12 2.4 5.0 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 15 D30 NSD   

B 16 A2 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S13 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R05-100104

Descripiton:

Count Categories

A 1 A20 1 1AZQ F 8 1 8.0 1019 747 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 5 2 0 ] - KM

A 2 B22 NSD   

A 3 B4 NSD   

A 4 C12 NSD   

A 5 C30 NSD   

A 6 D41 NSD   

A 7 D23 NSD   

A 8 D10 2 2AQ F 5.2 0.9 5.8 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 9 A11 NSD   

B 10 A30 NSD   

B 11 B13 3 3AQ F 12 2.5 4.8 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 11 B13 4 4AQ F 11 2.5 4.4 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS>10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

B 12 C1 NSD   

B 13 C32 NSD   

B 14 D40 NSD   

B 15 D32 NSD   

B 16 D10 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S14 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R05-100204

Descripiton:

Count Categories

A 1 A20 NSD   

A 2 A32 1 1AZQ F 3 0.5 6.0 1020 748 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 1 0 0 ] - KM

A 2 A32 2 2CDQ B 9 2.3 3.9 1021 749 AS>5, PCMEF-US, PCMES-
US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Chrysotile Verified - KM

A 2 A32 3 3AQ B 6.2 2.4 2.6 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 3 B10 4AQ MD1-1 10 7 1.4 AS>5, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

 Actinolite 

A 3 B10 4AQ MF 10 1 10 AFB>5, PCMEF-USMg, Al, Si, Ca, Fe Actinolite 

A 4 B23 NSD   

A 5 B3 NSD   

A 6 C23 5 5AQ F 7 1.4 5.0 AS>5, AFB>5, PCMEF-US, 
PCMES-US, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Al, Si, Ca, Fe Actinolite 

A 7 C30 NSD   

A 8 D11 NSD   

B 9 A12 NSD   

B 10 A31 6 6AQ F 2.3 0.51 4.5 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 10 A31 7 7AQ F 3.5 0.6 5.8 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 11 B20 NSD   

B 12 B23 8CDQ MD1-0 4 2.7 1.5 TAS_AHRA Chrysotile 

B 12 B23 8CDQ MF 4 0.05 80 Mg, Si Chrysotile 

B 13 C11 NSD   

B 14 C40 NSD   

B 15 D2 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S15 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R05-100304

Descripiton:

Count Categories

A 1 A30 NSD   

A 2 B10 NSD   

A 3 B42 NSD   

A 4 C22 NSD   

A 5 C31 1 1AZQ F 2.8 0.5 5.6 1022 750 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 
Zone Axis [ 4 0 3 ] - KM

A 6 D20 NSD   

A 7 D2 NSD   

B 8 B30 2 2AQ F 2.6 0.4 6.5 TAS_AHRAMg, Al, Si, Ca, Fe Actinolite 

B 9 B2 NSD   

B 10 C21 NSD   

B 11 C30 NSD   

B 12 D22 3CDQ MD1-0 3 1.5 2.0 TAS_AHRA Chrysotile 

B 12 D22 3CDQ MF 3 0.05 60 1023 751 Mg, Si Chrysotile Verified - 
KM

B 13 D1 NSD   

B 14 A12 NSD   
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TEM ASBESTOS STRUCTURE COUNT - RAW DATA

Ecology and Environment, Inc.

Site# 0440.01CP, 0440.01CP-0010- FINAL RESULTS

Lab/Cor, Inc.
A Professional Service Corporation in the Northwest

041174R2Report # 

Client:

Project Name:

Lab/Cor Sample No.: B4762 S16 A1

Gr No. Loc. Prim TotID Class Len Wid Asp Neg# EDS# Comment

Sample No.: SRA-R101-100204

Descripiton:

Count Categories

A 1 A12 NSD   

A 2 A30 NSD   

A 3 B21 NSD   

A 4 B14 NSD   

A 5 C2 1 1CDQ F 1.6 0.05 32 1024 752 TAS_AHRAMg, Si Chrysotile Verified - 
KM

A 6 C33 NSD   

A 7 D30 2 2CDQ B 4 0.3 13 TAS_AHRAMg, Si Chrysotile 

B 8 A2 3 3CDQ B 6 0.15 40 AS>5, AFB>5, PSAS 5-10, 
PSAS TOT, PCAS 5-10, 
PCAS TOT, TAS_AHRA, 
AS>5_AHRA, AS5-10_AHRA

Mg, Si Chrysotile 

B 9 A32 NSD   

B 10 B40 NSD   

B 11 B22 NSD   

B 12 C1 NSD   

B 13 C30 NSD   

B 14 D10 NSD   

NSD = No Structures Detected
PAS = Primary Asbestos Structures
TAS = Total Asbestos Structures
AS>5 = Asbestos Structures > 5um
AFB>5 = Asbestos Fibers and Bundles > 5um
PCMEF-US = PCM Equivalent Fibers-US
PCMES-US = PCM Equivalent Structures-US
PCMEF-ISO = PCM Equivalent Fibers-ISO
PCMES-ISO = PCM Equivalent Structures-ISO

CF = Cleavage Fragments
TS = Transitional Structures

PSAS 5-10 = PROTOCOL ASB STRUCS 5-10
PSAS >10 = PROTOCOL ASB STRUCS >10
PSAS TOT = PROTOCOL ASB STRUCS TOTAL
PSCH 5-10 = PROTOCOL CHRYS STRUCS 5-10
PSCH >10 = PROTOCOL CHRYS STRUCS >10
PSCH TOT = PROTOCOL CHRYS STRUCS TOTAL
PSAM 5-10 = PROTOCOL AMPH STRUCS 5-10
PSAM >10 = PROTOCOL AMPH STRUCS >10
PSAM TOT = PROTOCOL AMPH STRUCS TOTAL

PChS = Primary Chrysotile Structures
PAmS = Primary Amphibole Structures

TAS_AHRA = AHERA-like Total Strucs 3:1
AS>5_AHRA = AHERA-like Asb Strucs >5 and 3:1
AS5-10_AHRA = AHERA-like Asb Strucs 5 - 10 and 3:1
AS>10_AHRA = AHERA-like Asb Strucs >10 and 3:1
TOS_AHRA = Total Other Amphibole Strucs 3:1
OS>5_AHRA = Other Amphibole Struc >5 and 3:1
OS5-10_AHRA = Other Amphibole Struc 5 - 10 and 3:1
OS>10_AHRA = Other Amphibole Strucs >10 and 3:1
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